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PREFACE 


The  work  described  in  this  report  was  done  for  the  U.  S.  Department  of 
Energy  (DOE)  under  Contract  DE-AI97-81ET46633  and  modifications  thereto.  The 
original  title  of  the  project  was  "Investigation  of  Composition  and  Properties 
of  Cementitious  Mixtures  for  Boreholes  and  Shafts."  This  has  now  been  changed 
to  "Repository  Sealing."  Messrs.  Floyd  Burns,  Lynn  Myers  and  Don  Moak  of  the 
Office  of  Nuclear  Waste  Isolation  (ONWI)  were  earlier  Project  Managers.  Mr. 
Steve  Webster  of  the  DOE-Columbus  office  is  the  current  Project  Manager. 

This  work  was  done  in  the  Concrete  Technology  Division  (CTD) ,  Structures 
Laboratory  (SL),  of  the  U.  S.  Army  Engineer  Waterways  Experiment  Station  (WES) 
under  the  direction  of  Mrs.  Katharine  Mather,  Project  Leader  at  that  time. 

Mr.  A.  D.  Buck  is  now  the  Project  Leader.  This  specific  work  was  done  by 
Mr.  R.  L.  Stowe,  who  prepared  this  report.  Messrs.  J.  M.  Scanlon  and  B. 

Mather  were  Chiefs  of  the  CTD  and  SL,  respectively. 

Commander  and  Director  of  WES  during  the  conduct  of  this  study  and  the 
preparation  of  this  report  was  COL  Robert  C.  Lee,  CE;  Technical  Director 
was  Mr.  F.  R.  Brown.  During  the  publication  of  this  report,  COL  Allen  F. 

Grum,  US A,  was  Director  of  WES;  Dr.  Robert  W.  Whalin  was  Technical  Director. 
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CONVERSION  FACTORS,  NON-SI  TO  SI  (METRIC) 
UNITS  OF  MEASUREMENT 


Non-SI  units  of  measurement  used  in  this  report  can  be  converted  to  SI  (metric) 
units  as  follows: 


Multiol' 


To  Obtain 


Fahrenheit  degrees 

5/9 

Celsius  degrees  or  Kelvins* 

feet 

0.3048 

metres 

inches 

25.4 

millimetres 

angstroms 

0.1 

nanometres 

pounds  (force)  per  square  inch 

0.006894757 

megapascals 

pounds  (mass) 

0.45359237 

kilograms 

pounds  (force) 

4.448222 

newtons 

tons  (force) 

0.008896444 

meganewtons 

*  To  obtain  Celsius  (C)  temperature  readings  from  Fahrenheit  (F)  readings,  use 
the  following  formula:  C  *  (5/9) (F  -  32).  To  obtain  Kelvin  (K)  readings,  use 
K  =  (5/9) (F  -  32)  +  273.15. 
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CREEP  TEST  OF  WIPP  SITE  ANHYDRITE  CORE 


PART  I :  INTRODUCTION 


1.  Rock  salt  from  the  Waste  Isolation  Pilot  Plant  (WIPP)  site  in  south¬ 
eastern  New  Mexico  has  been  tested  and  analyzed  extensively,  the  major  purpose 
being  in  support  of  the  structural  design  of  the  WIPP  facilities.  Researchers 
of  the  Sandia  National  Laboratories  in  Albuquerque,  New  Mexico,  and  at  RE/SPEC 
in  Rapid  City,  South  Dakota,  are  responsible  for  the  major  testing  effort. 

This  work  has  been  focused  on  the  effect  of  stress  and  temperature  on  strength 
and  deformation  of  the  bedded  rock  salt;  triaxial  quasistatic  compression  and 
creep  tests  have  been  conducted  (Hansen  1977  and  1979  and  Wawersik  1979  and 
1980). 

2.  The  various  openings  and  plugs  associated  with  the  site  will  pass 
through  or  be  contained  within  anhydrite  and  polyhalite  stringers  in  the  mas¬ 
sive  salt  beds.  Some  quasistatic  triaxial  compression  tests  have  been  conducted 
on  cores  recovered  from  these  stringers  (Pfeifle  1980).  Little  effort  has 

been  directed  towards  understanding  the  creep  behavior  of  the  anhydrite  or  the 
polyhalite.  To  our  knowledge  candidate  cementitious  grouts,  to  be  used  in  plugs, 
have  not  been  tested  for  the  effect  of  stress  and  temperature  on  strength  and 
deformation. 

3.  The  objective  of  this  investigation  was  to  determine  the  uniaxial 
compressive  strength  and  triaxial  creep  characteristics  of  anhydrite.  Three 
anhydrite  cores  were  tested  in  creep.  It  was  proposed  to  do  extensive  creep 
testing  on  the  candidate  grout  designated  BCT-1  FF  (Gulick  1980).  However 
creep  testing  of  the  grout  was  not  done  due  to  the  time  it  took  to  ready  and 
verify  the  triaxial  chamber,  the  creep  rig,  and  the  deformation  jacket  to  moni¬ 
tor  specimen  deformations. 

4.  This  report  describes  the  equipment  used  to  test  the  anhydrite  core 

in  triaxial  creep;  test  results  from  the  core  are  presented.  Information  is  pre¬ 
sented  on  preliminary  work  to  ascertain  a  suitable  technique  for  making  grout 
specimens  for  creep  testing.  A  test  matrix  is  proposed  for  further  anhydrite 
and  grout  testing.  The  following  information  is  presented  as  a  review  of  some 
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of  the  terms  used  in  creep  testing.  An  idealized  creep  curve  for  rock  sub¬ 
jected  to  a  constant  stress  is  given  below.  The  curve  shows  the  separation 
into  four  stages  for  analytical  convenience.  Lama's  (1978)  definitions  are 
used: 

"1.  The  instantaneous  elastic  strain  (AB) , 

2.  primary  or  transient  creep  (BC), 

3.  secondary  or  steady-state  creep  (CD)  and 

4.  tertiary  or  accelerated  creep  (DE). 


"The  instantaneous  elastic  strain  (AB)  occurs  immediately 
on  application  of  load  and  is  followed  by  primary  creep 
in  which  the  rate  of  strain  decreases  with  time. 

"If  the  stress  is  allowed  to  persist  beyond  (C) ,  secondary 
creep  sets  in  where  the  strain-rate  is  constant  and  the 
specimen  undergoes  permanent  deformation.  If  specimen  is 
destressed  at  any  point  between  the  range  (CD) ,  the  per¬ 
manent  deformation  takes  place.  The  amount  of  permanent 
deformation  is  governed  by  steady  strain  rate  e  and  the 
time  elapsed. 

"If  the  specimen  is  not  destressed  at  the  point  (D) ,  the 
rate  of  strain  increases  at  an  increasing  rate  and  the 
specimen  eventually  fails.  This  phase  (DE)  is  called  ter¬ 
tiary  creep.  This  creep  phase,  if  once  initiated,  is 
usually  so  short  that  failure  cannot  be  arrested.  The 
tertiary  creep  does  not  represent  a  pure  deformation  pro¬ 
cess  but  progressive  damage  and  is  fundamentally  differ¬ 
ent  from  the  two  preceding  stages  of  deformation.  All  the 
three  stages  of  creep  are  observed  only  at  proportionally 
high  stress  levels." 


PART  II:  SAMPLES 


5.  Two  short  pieces  of  4-in.*-diameter  rock  core  from  Hole  AEC-7  at  the 
WIPP  site  in  New  Mexico  were  selected  for  creep  testing.  The  rock  was  supposed 
to  be  anhydrite,  a  brief  petrographic  examination  was  made  to  check  this 
supposition. 

6.  Each  piece  of  core  was  about  4  in.  long;  they  were  identified  as  4344 
and  -4344.  This  identification  meant  they  were  from  a  depth  of  about  4344  ft. 
Since  the  placement  of  Plugs  1  and  2  in  AEC-7  during  the  Bell  Canyon  Test  were 
at  a  depth  of  about  4500  ft  and  this  anhydrite  formation  is  approximately  400  ft 
thick  in  this  region,  these  samples  are  the  same  anhydrite  formation  that  con¬ 
tacts  Plugs  1  and  2  (Christensen  and  Peterson  (1981). 

7.  The  4-in.  cores  were  set  in  shallow  boxes,  concreted  in  place,  and 
redrilled  using  a  NX  size  core  barrel.  The  redrilled  core  diameter  was  2.125  in 
The  pieces  were  prepared  for  testing  using  the  Corps  of  Engineers  Rock  Testing 
Handbook  (RTH)  methods  RTH  103-80  and  RTH  111-80,  (U.  S.  Army  Engineer  Waterways 
Experii  ,*t  Station  (WES)  1980).  The  two  cores  are  designated  AC  No.  1  and 

AC  No.  2.** 

8.  A  candidate  grout  (BCT-1FF)  was  mixed  and  placed  in  a  closed-ended 
cylinder.  The  cylinder  was  used  in  an  attempt  to  find  a  suitable  mold  for  cast¬ 
ing  grout  creep  test  specimens.  As  indicated  earlier,  this  effort  terminated 
after  development  of  the  mold. 


A  table  of  factors  for  converting  non-SI  to  SI  (metric)  units  of  measure 
ment  is  presented  on  page  3. 

**  A  stands  for  anhydrite,  C  for  creep  test,  and  No.  1  and  No.  2  for  number 
of  core. 
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PART  III:  EXPERIMENTAL 


Deformation  Jacket 


9.  The  strain  measuring  apparatus  used  to  obtain  creep  strain  on  the 
anhydrite  core  was  a  SBEL,^  DJC  Deformation  Jacket,  ^  (Figure  1).  The 
jacket  is  designed  for  longitudinal  and  lateral  strain  measurements  on  NX- 
size  rock  cores.  Three  linear  variable  differential  transducers  (LVDT)  are 
spaced  120  degrees  apart  on  each  axis.  The  LVDT's  are  capable  of  monitoring  up 
to  I /4-in.  movements.  The  device  is  attached  to  the  specimen  with  small  screws. 

10.  The  top  and  bottom  rings  have  three  gauge  points  each  that  are 
screwed  into  the  specimen  with  light  hand  pressure.  The  gauge  points  are  posi¬ 
tioned  in  the  longitudinal  axis  so  that  a  gauge  factor  of  2.50  in.  is  obtained. 
Because  gauges  relying  on  friction  contact  are  not  permissible  (RTH  205-80) 

(WES  1980)  in  creep  testing,  small,  shallow  holes  were  drilled  into  the  test 
specimen.  The  gauge  points  were  recessed  into  the  specimen  about  1/64  in. 

The  middle  ring  contains  the  three  horizontal  LVDT's  and  is  not  attached  to  the 
specimen;  it  is  supported  on  spring-loaded  rods  that  are  attached  to  the  lower 
ring. 

11.  The  deformation  characteristics  of  a  device  similar  to  the  SBEL  unit 
was  reported  by  Hardy  (1970).  He  found  that  for  two  rocks,  aluminum,  brass, 

and  steel  cylinders,  the  clamp-on  strain  transducers  gave  similar  Young's  modulus 
and  Poisson's  ratio,  as  did  bonded  resistance-type  strain  gauges.  Young's 
modulus  differed  by  less  than  2  percent  and  Poisson's  ratio  by  less  than  3  per¬ 
cent  for  all  materials  tested.  In  view  of  Hardy's  results,  a  limited  evaluation 
program  of  the  SBEL  jacket  was  conducted. 

12.  An  aluminum-bronze  cylinder  and  two  anhydrite  cores  have  been  used  to 
date  to  evaluate  the  SBEL  jacket.  Testing  details  are  presented  in  the  follow¬ 
ing  tabulation: 


_ Material _ 

Aluminum-bronze  cylinder 


Anhydrite,  4317  ft 
Anhydrite,  4344  ft 


Strain  Measuring  Method 
Strain  gauges 
Deformation  jacket 
Strain  gauges 
Strain  gauges 
Deformation  jacket 


Load  Application  by 
440,000-lbf  machine 

Creep  loading  frame 
440,000-lbf  machine 
Creep  loading  frame 


(1)  SBEL,  Structures  Behavior  Engineering  Laboratory. 

(2)  DJC  is  a  series  designation. 


■f 


13.  The  aluminum  cylinder  was  previously  used  in  the  laboratory  as  a 
load  cell.  Two  SR-4  type  strain  gauges  were  bonded  to  the  cylinder  at  midheight 
and  parallel  to  the  longitudinal  axis.  The  length  to  diameter  ratio  (L/D)  is 
1.75  in.  The  material  designation  is  not  known.  It  is  assumed  to  be  either 
cast  or  wrought  aluminum  bronze  with  an  ultimate  strength  in  tension  from 
55,000  to  151,000  psi,  a  minimum  yield  strength  of  20,000  psi,  and  a  modulus  of 
elasticity  (E)  from  15  to  19  x  10^  psi.  The  cylinder  was  used  for  a  preliminary 
evaluation  because  it  had  machined  ends  and  was  strain  gauged. 

14.  The  cylinder  was  loaded  in  uniaxial  compression  in  a  440,000-lb  uni¬ 
versal  testing  machine  to  an  axial  stress  of  18,820  psi,  strain  readings  being 
recorded  during  loading.  Upon  unloading,  the  deformation  jacket  was  attached 
to  the  cylinder  and  the  cylinder  loaded  as  before.  The  results  of  these  tests 
are  presented  in  Figure  2. 

15.  A  modulus  of  elasticity  was  computed  as  a  tangent  value  from  zero  to 
the  maximum  applied  stress.  The  values  of  Young's  modulus  obtained  by  the  two 
methods  differ  by  a  maximum  of  31  percent  to  a  minimum  of  20  percent.  The  com¬ 
parison  is  considered  unacceptable.  This  large  deviation  may  be  due  to  end  ef¬ 
fects  and  the  relatively  small  axial  strains  involved.  With  a  2.5-in.  gauge 
factor  and  a  cylinder  length  of  3.68  in.,  it  is  likely  that  high  confining 
stresses,  causing  end  effects,  would  exist  in  the  cylinder.  The  confining 
stresses  are  due  to  the  difference  in  the  modulus  and  Poisson's  ratio  of  the 
aluminum  cylinder  and  the  steel  platen  of  the  testing  machine.  A  new  aluminum 
cylinder  was  made.  It  was  designed  so  that  end  effects  do  not  influence  the 
deformation  jacket  measurements. 

16.  Only  two  short  pieces  of  anhydrite  core  were  available  at  the  Water¬ 
ways  Experiment  Station  (WES)  for  creep  testing.  Due  to  the  scarcity  of  core, 
it  was  thought  that  a  comparison  between  measurements  made  with  bonded  strain 
gauges  and  the  deformation  jacket  should  be  made.  Strain  gauge  data  ob¬ 
tained  from  a  previously  tested  core  (elevation  4317  ft)  would  be  compared  to 
the  initial  strain  data  from  the  first  creep  test,  creep  strain  being  measured 
with  the  deformation  jacket.  If  an  acceptable  comparison  resulted,  then  the 
creep  test  would  be  continued.  Figure  3  illustrates  the  axial  stress  and  axial 
strain  data  from  the  anhydrite  obtained  using  bonded  strain  gauges  and  the 
deformation  jacket. 

17.  Figure  3  presents  the  Young's  moduli  computed  as  tangent  values  for 
both  cores.  The  modulus  was  taken  at  one-half  the  ultimate  stress  for  specimen 
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4317  ft  and  at  the  same  stress  level  for  specimen  4344  ft.  The  moduli  differed 
by  6  percent.  This  difference  is  acceptable  considering  that  two  different 
pieces  of  core  and  two  different  loading  devices  were  used.  Prior  to  additional 
creep  tests,  the  new  aluminum  cylinder  and  a  homogeneous  rock  will  be  used  to 
further  evaluate  the  SBEL^  deformation  jacket.  At  the  present,  the  jacket  is 
considered  an  acceptable  device  for  measuring  creep  strains. 

Triaxial  Chamber 


18.  The  triaxial  chamber  used  in  conducting  triaxial  creep  tests  is  a 

SBEL  Model  10  cell  capable  of  lateral  confining  pressures  (a ^  =  a^)  to  10,000  psi. 
Axial  load  capability  is  300,000  lbf.  The  cell  accepts  NX  size  cores  and  the 
deformation  jacket  shown  in  Figure  1.  Figure  1  shows  the  base  of  the  cell  in¬ 
cluding  some  of  the  electrical  feed-through  connectors  for  passage  of  strain 
gauge  and  deformation  jacket  electronic  signals  to  external  readout-recorder 
devices.  The  cell  was  designed  to  withstand  temperatures  to  200°  C.  The  cell 
is  presently  not  equipped  for  elevated  temperature  testing;  however,  external 
band  heaters  can  be  added  without  difficulty. 

Creep  Loading  Frame 

19.  The  loading  frame  used  to  conduct  the  creep  test  is  illustrated  in 
Figure  4.  It  consists  of  top  and  bottom  header  plates,  midheader  plates  that 
constrained  four  railroad  car  springs  acting  as  a  load-maintaining  element,  a 
60-ton  force  hydraulic  r  '  used  to  apply  a  desired  compression  load,  a  50,000-lbf 
load  cell,  and  threaded  rods  to  take  the  reaction  of  the  loaded  system.  Load 
was  maintained  to  within  2  percent  of  the  total  applied  load  using  a  hydraulic 
hand  pump  connected  to  the  ram.  The  load  was  monitored  with  a  digital  multim¬ 
eter  that  was  connected  to  the  load  cell.  Load  was  applied  to  the  test  speci¬ 
men  using  the  triaxial  piston  which  is  spherically  seated  into  an  end  platen 
resting  atop  the  specimen. 

20.  The  60-ton  ram  was  calibrated  using  a  hydraulic  hand-operated  pump 
and  the  440,000-lb  universal  test  machine.  Pump  pressure  was  monitored  with  a 
bourdon  tube  pressure  gauge  attached  to  the  pump.  Prior  to  the  calibration  of 
the  ram,  the  pressure  gauge  was  calibrated  using  a  dead  weight  tester.  The  load 
cell  was  calibrated  using  the  universal  testing  machine  and  a  digital  multimetei . 


21.  To  verify  that  the  creep  loading  system  was  functioning  properly, 
the  aluminum-bronze  cylinder,  previously  mentioned,  was  loaded  to  a  stress  level 
of  18,820  psi.  Strain  gauge  readings  were  made  and  the  stress-strain  data  used 
to  compute  a  Young's  modulus.  There  was  no  difference  in  the  modulus  of  the 
cylinder  when  loaded  in  the  440,000-lbf  universal  testing  machine  and  the  creep 
loading  frame;  the  modulus  is  17.7  x  10^  psi.  The  creep  loading  system  is 
giving  anticipated  loads. 


Data  Acquisition  System 

22.  Data  collected  during  the  creep  test  are  axial  stress,  temperature, 
time,  and  axial  and  lateral  strain.  A  Model  9300  htnitor  Labs  general-purpose 
data  logger  (Microprocessor  control)  was  used  to  record  the  data.  Output  from 
signal  conditioners  were  fed  into  the  microprocessor  which  was  programmed  to 
output  the  data  in  selected  engineering  units.  The  stress,  strain,  and  time 
data  are  analyzed  using  the  WES  Honeywell  DPS1  computer.  A  Tektronix  4014-1 
graphics  terminal  and  Tektronix  4631  hard  copy  unit  are  interfaced  with  the  com¬ 
puter  and  are  used  to  input  and  receive  data.  The  data  acquisition  system  will 
shortly  be  upgraded  with  a  data  cassette  interfaced  with  the  9300  logger.  The 
cassette  tape  is  then  used  with  a  Silent  700  electronic  data  terminal  for  data 
input  to  the  computer. 


Grout  Mold 


23.  The  BCT-1  FF  grout  contains  about  1900  lb  cement  per  cubic  yard. 

The  grout  will  expand  due  to  the  temperature  rise  resulting  from  the  heat  of 
hydration.  To  minimize  the  expansion  and  possible  cracking  it  was  decided 
to  case  the  grout  in  a  closed  ended  steel  mold,  allow  the  grout  to  expand  to  a 
near  equilibrium  state,  saw  off  the  steel  mold,  and  test  the  grout  under  creep 
loads.  During  creep  testing,  a  companion  specimen  will  be  monitored  for  any 
possible  expansion.  If  additional  expansion  occurs  in  the  control  specimen, 
then  the  same  amount  of  expansion  will  be  subtracted  from  the  grout  specimen 
under  test. 


24.  Strain  gauges  were  used  to  monitor  the  expansion  of  the  grout  to  a 
near  equilibrium  state.  Two  strain  gauges  were  bonded  to  the  outside  of  a  2- 
in.  ID  piece  of  seamless  steel  pipe;  the  pipe  was  "schedule  80"  and  5  in.  in 


length;  wall  thickness  was  0.2  in.  The  gauges  were  located  at  the  cylinder 
midheight  and  positioned  in  the  horizontal  plane. 

25.  The  cylinder  had  a  hydraulic  fitting  through  one  of  the  closed  ends, 
a  piece  of  flat  plate  was  welded  to  the  ends.  The  cylinder  was  pressure  tested 
using  hydraulic  fluid,  cleaned,  and  then  filled  with  the  BCT-1  FF  grout.  The 
cylinder  was  calibrated  by  pressurizing  it  with  hydraulic  fluid  to  an  internal 


pressure  (p^)  of  about  700  psi.  Strain  measurements  were  made.  The  value  of 


700-psi  internal  pressure  was  selected  because  it  was  thought  that  the  grout, 
once  placed  inside  the  cylinder,  would  produce  a  pressure  against  the  cylinder 
side  walls  somewhat  less  than  700  psi.  Three  calibration  runs  were  made.  The 
calibration  was  made  to  see  if  the  strain  gauges  could  monitor  the  internal 
pressure  due  to  the  hydraulic  fluid.  If  so,  when  the  grout  was  placed  inside 
the  cylinder,  the  pressure  produced  by  the  grout  could  be  ascertained.  At  the 
same  time,  the  strain  gauges  would  indicate  when  the  grout  expansion  reached  a 
near  equilibrium  state. 


26.  A  plot  of  internal  pressure  versus  the  tangential  or  hoop  strain  (Eg) 


is  presented  in  Figure  5.  Theoretical  hoop  strain  calculations  were  made  using 
Equation  1. 

(1) 


e0  E(t00  '  VTrr) 


where  eq  =  theoretical  hoop  strain 

E  =  Young's  modulus  of  elasticity 

Tgg  =  hoop  stress 

v  =  Poisson's  ratio 

t  =  radial  stress 
rr 

Young's  modulus  was  assumed  as  29  x  10^  psi  and  Poisson's  ratio  was  assumed  as 
0.30. 

27.  The  hoop  stress  was  calculated  using  Equation  2. 


where  p^  =  internal  pressure 

r^  =  inside  radius 

r  =  outside  radius 
o 

r  =  any  radius 


The  radial  stress  in  Equation  (1)  is  equal  to  zero  for  the  calculations  of  hoop 
stress  at  the  outside  surface  of  the  cylinder.  The  theoretical  pressure  versus 
hoop  strain  is  plotted  in  Figure  5. 

28.  As  noted  in  Figure  5,  the  measured  and  theoretical  hoop  strains  are 
divergent.  A  partial  explanation  for  the  difference  is  that  the  modulus  and 
the  physical  measurements  of  the  cylinder  radii  are  somewhat  in  error.  Heating 
up  of  the  cylinder  when  the  ends  were  welded  on  could  have  caused  parts  of  the 
steel  to  have  a  different  modulus  than  the  assumed  29  x  10^  psi.  The  difference 
in  the  two  curves  is  considered  acceptable  for  the  intended  purpose. 

29.  The  results  of  the  strain  gauged  cylinder  mold  are  presented  in  Fig¬ 
ure  6.  The  strain  gauges  indicated  an  inward  movement  of  17  microinches  (com¬ 
pressive  force)  of  the  cylinder  mold  at  about  12  hr  after  casting.  It  is  dif¬ 
ficult  to  explain  a  compressive  force  existing  in  the  cylinder  wall.  An  in¬ 
ward  movement  of  the  cylinder  wall  would  occur  if  the  length  of  the  cylinder 
increased.  What  would  cause  that  to  happen  is  not  postulated. 

30.  At  about  12  hr  the  strain  gauges  indicated  an  expansion  of  the  cyl¬ 
inder  wall.  From  day  1/2  to  2  days,  a  rather  sharp  increase  in  the  hoop  strain 
occurred,  at  which  point  the  rate  of  strain  began  to  decrease.  At  about  15  days 
the  rate  of  strain  decreased  markedly.  The  hoop  strain  appears  to  approach  a 
near  constant  rate  at  about  40  days.  When  grout  specimens  are  made  for  creep 
testing,  they  will  be  allowed  to  cure  in  the  steel  molds  for  40  to  50  days. 

31.  The  maximum  hoop  strain  recorded  was  105  microinches.  Figure  5  can 
be  used  to  determine  the  internal  pressure  exerted  on  the  0. 2-in. -thick  cylinder 
wall  by  the  expanding  grout.  At  105  microinches  of  hoop  strain,  the  internal 
pressure  is  850  psi. 

32.  The  steel  cylinder  mold  was  cut  open  and  the  grout  cylinder  examined. 
First  the  ends  were  sawed  off.  Macroscopic  examination  of  the  ends  indicated 
that  the  grout  was  not  cracked.  The  steel  cylinder  was  cut  longitudinally,  the 
grout  removed  and  examined.  The  ends  and  sides  of  the  grout  were  wiped  clean 
and  wetted  with  water.  No  macroscopic  cracks  were  observed.  Several  days  later 
a  portion  of  the  core,  that  was  not  tested  in  compression,  was  re-examined.  The 
ends  showed  faint  hairline  cracks  in  an  irregular  pattern.  The  cracks  probably 
occurred  due  to  stress  relieving.  This  phenomenon  has  been  observed  before  in 
restrained  and  unrestrained  grout  samples  madj  with  similar  quantities  of  cement 
The  apparent  specific  gravity  of  the  grout  is  2.11  g/cc  and  the  compressive 
strength  at  133-day  age  is  13,210  psi. 


12 


Test  Matrix 

33.  Three  anhydrite  cores  were  tested  in  triaxial  creep  with  the  con¬ 
fining  pressure  equal  to  zero  and  1000  psi  and  at  a  temperature  of  24°  C.  One 
specimen  tested  at  zero  confining  pressure  was  unsaturated  while  the  other  two 
specimens  were  saturated.  The  creep  test  matrix  is  presented  in  the  following 
tabulation  for  the  anhydrite. 

Test  Matrix  for  Anhydrite 


_ T  =  24°  C _ 

Jnsaturatedl  Saturated 


ress  units  are  psi;  entries  indicate  number  of  tests 
be  run.  ,  03  ,  03  are  the  principal  stresses. 


•  .  •  .  ■  .  *  -  •  •  V  vvvvv  »vVv.’ 


34.  The  results  of  the  creep  test  of  anhydrite  cores  No.  AC-1  and  AC-2 
are  presented  in  Figure  7;  the  axial  strain  is  presented  as  a  function  of  time. 
Axial  stress  difference  load  rates  were  applied  rapidly  so  that  creep 

strain  did  not  occur,  or  was  minimized,  before  the  after-loading  strain  was  ob¬ 
served.  The  specimens  were  tested  for  a  total  of  50.5  days  at  a  constant  load 
of  13,200  psi  and  17,620  psi.  These  constant  loads  are  equal  to  a  ratio  of  ap- 

(4) 

plied  principal  stress  difference  (a^  -  02)  to  compressive  strength  (q^) , 
a ^  -  °2^u  e9ua^  to  0.6  and  0.8,  respectively.  The  estimated  q^  of  the  anhy¬ 
drite  is  22,020  psi.  This  is  an  average  value  obtained  from  previous  testing 
of  anhydrite  cores  from  about  30- ft  distance  from  the  location  of  Specimens  AC-1 
and  AC- 2. 

35.  The  creep  curves  in  Figure  7  have  three  distinct  stages;  an  instanta¬ 
neous  elastic  strain  stage,  a  transient  creep  stage,  and  a  steady-state  creep 
stage.  The  elastic  strain  for  Specimen  AC-1  lies  between  zero  and  977  micro¬ 
inches  which  occurred  in  the  first  16  minutes  of  loading  to  the  required  con¬ 
stant  load.  For  Specimen  AC-2  the  elastic  strain  stage  extends  to  1692  micro¬ 
inches  which  was  reached  in  about  60  minutes  of  loading  to  0.8  q^.  Almost 

all  the  elastic  strain  was  recovered  upon  unloading  the  specimens  at  50.5  days; 
this  would  be  expected  for  a  sound  rock  that  had  not  undergone  much  permanent 
deformation.  The  transient  creep  stage  for  the  specimen  loaded  to  0.6  qu  and 
0.8  q^  lasted  for  16.5  and  29  days,  respectively.  The  steady-state  stage  for 
both  specimens  continued  to  termination  of  the  test.  Tertiary  creep  was  not 
observed,  it  would  be  expected  to  occur  at  higher  -  °2^qu  rat*os  or  at  l°n8er 
test  times.  The  transition  between  transient  and  steady-state  creep  was  ascer¬ 
tained  by  drawing  a  straight  line  tangent  to  the  curve  in  the  steady-state  re¬ 
gion.  The  beginning  of  the  steady-state  creep  is  where  the  transient  creep 
curve  touches  this  straight  line. 

36.  Previous  investigators  have  used  power  curve  fits,  exponential  curve 
fits,  and  logarithmic  curve  fits  to  describe  creep  in  metals  and  geologic 
materials.  Griggs  (1939)  used  a  logarithmic  law  to  describe  the  "elastio- 
viscous  flow"  in  several  rocks.  Some  researchers  have  used  one  law  to  fit  the 


anhydrite  creep  sample  No.  1. 

maximum  principal  stress;  op  =  minimum  principal  stress 


transient  creep  and  another  law  to  fit  the  steady-state  creep.  It  appears  that 
no  one  acceptable  method  of  describing  creep  of  rocks  exists.  The  anhydrite 
creep  data  were  found  to  fit  best  when  a  logarithmic  function  was  used.  The 
following  equation  fits  well  for  both  the  transient  and  steady-state  stages  for 
Specimens  AC- 1  and  AC-2. 

Specimen 

AC-1  e  =  1024.08  +  16.97  In  t 

AC-2  e  =  1743.65  +  28.21  In  t 

where  e  is  the  creep  strain,  and  t  is  time 

2 

The  correlation  coefficient  (r  )  for  Equation  3  is  0.97,  and  for  Equation  4  it 
is  0.87.  Attempts  were  made  to  fit  the  transient  and  steady-state  creep  ob¬ 
served  on  both  specimens  with  a  power  function  and  exponential  function;  how¬ 
ever,  neither  fit  as  well  as  the  logarithmic  function. 

37.  The  strain  rate  (e)  for  the  steady-state  creep  was  obtained  by  com- 
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puting  the  slope  of  strain  time  curves.  The  strain  rate  is  6.2  x  10  pin./ 
in.  s  for  Specimen  AC-1  and  2.64  x  10  ^  pin. /in.  s  1  for  Specimen  AC-2.  The 
relatively  faster  strain  rate  exhibited  by  Specimen  AC-2  is  expected  due  to  the 
higher  axial  load  applied  to  this  specimen. 


(3) 

(A) 


Triaxial  Creep  Tests 

38.  One  triaxial  creep  test  was  conducted  at  a  temperature  of  24°  C,  a 

confining  pressure  of  1000  psi,  and  stress  difference  of  12,200  psi.  The  ratio 
of  (o^  -  was  0*55.  The  specimen  was  tested  for  a  total  of  79.5  days. 

This  part  of  the  report  presents  and  discusses  axial  deformation  data  within 
the  transient  and  the  steady-state  stages  for  Specimen  AC-3.  The  results  of 
the  creep  test  of  Specimen  AC-3  are  presented  in  Figure  8;  the  axial  strain  is 
presented  as  a  function  of  time. 

39.  The  creep  curve  in  Figure  8  exhibits  inelastic,  transient,  and  steady- 
state  creep.  The  transient  creep  stage,  i.e.,  that  region  where  the  strain 

rate  continuously  decreases,  lasted  for  57.5  days.  Steady-state  creep  continued 
until  the  test  was  terminated.  No  tertiary  creep  was  observed.  Tertiary  creep 
would  be  expected  at  high  ratios  of  -  c^/q^j  and  higher  confining  pressures 
for  a  sound  rock  like  the  anhydrite  tested  in  this  study. 


40.  The  triaxial  creep  data  were  found  to  fit  best  when  a  logarithmic 
function  was  used.  The  following  equation  was  obtained  for  both  the  transient 
and  steady-state  stages. 

e  =  1224.95  +  17.73  In  t  (5) 

The  equation  fits  the  data  fairly  well,  as  indicated  by  the  correlation  coeffi¬ 
cient  of  0.86.  Attempts  were  made  to  fit  the  transient  and  the  steady-state 
creep  regions  with  a  power  function  and  an  exponential  function;  however, 
neither  fitted  as  well  as  the  logarithmic  function. 
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41.  The  strain  rate  for  the  steady-state  creep  stage  is  4.82  x  10  pin./ 

in.  s  *  for  Specimen  AC-3  and  was  obtained  using  linear  regression.  This  strain 

rate  is  slightly  less  than  the  strain  rate  obtained  on  Specimen  AC-1  (6.2  x 
-12  -1 

10  s  )  which  was  tested  at  about  the  same  ratio  of  o.  -  o„/q  but  without 
confining  pressure.  Robertson’s  (1960)  experiments  permit  the  important  con¬ 
clusion  that  hydrostatic  pressure  greatly  decreases  the  transient  creep  rate  of 
Solenhofen  limestone  when  tested  in  a  state  of  triaxial  confinement.  The  de¬ 
crease  in  steady-state  creep  rates  could  be  expected  as  well.  The  strain  rates 
observed  in  this  study  for  the  steady-state  region  of  creep  indicate  that  con¬ 
fining  pressure  has  decreased  the  creep  rate  somewhat  for  the  anhydrite.  Addi¬ 
tional  testing  of  the  anhydrite  should  be  done  to  verify  any  change  in  creep  rate 
in  the  transient  and  steady-state  stages  with  increased  differential  stress, 
confining  pressure,  and  temperature.  The  creep  rate  of  any  host  rock  in  and 
around  a  repository  is  an  important  design  consideration. 

Petrographic  Examination 


42.  The  X-ray  data  showed  that  neither  piece  of  core  was  pure  anhydrite; 
each  contained  substantial  amounts  of  carbonate  minerals  and  some  quartz.  The 
composition  and  relative  amounts  of  each  mineral  in  the  samples  are  shown 
below: 
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Constituents 

Anhydrite 

Dolomite 

Calcite 

Quartz 

Magnesite 


Relative  Amounts 
4344 


in  Samples  from  Depths,  Ft 
-4344 


Not  detected 


Relative  amounts  were  estimated  by  peak 
intensity  and  were  indicated  as  follows: 
Abundant  (A)  =>50  percent.  Intermediate 
(I)  =  25  to  50  percent.  Common  (C)  =  10 
to  25  percent.  Rare  (R)  =<5  percent. 

Tentatively  identified  by  a  single  XRD 
peak. 


43.  Several  scraps  of  core  and  one  piece  of  core  2.7  ft  long  from  this 
hole  representing  a  depth  of  about  4500  ft  were  examined  and  reported  earlier 
(Gulick  et  al  1980  and  Christenson  and  Peterson  1981).  Those  samples  were 
anhydrite  rock  with  some  dolomite  and  less  quartz  and  plagioclase  feldspar. 
The  present  samples  came  from  about  150  ft  higher  in  the  formation  than  the 
earlier  samples.  Both  sets  were  impure  anhydrite  with  the  present  samples 
being  considerably  more  impure. 


5W 
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PART  V:  CONCLUSIONS  AND  RECOMMENDATIONS 


44.  The  major  portion  of  this  study  was  gearing  up  and  verifying  suitabil¬ 
ity  of  equipment  for  triaxial  creep  testing.  The  limited  amount  of  testing, 

due  basically  to  the  lack  of  suitable  anhydrite  core  on  hand,  has  shown  that 
the  deformation  jacket,  creep  loading  frame,  and  triaxial  chamber  were  suitable 
for  creep  testing  of  hard  rock.  For  the  test  parameters  used,  the  creep  strain 
results  appear  reasonable  for  a  strong  tough  rock  like  the  anhydrite. 

45.  The  anhydrite  exhibited  transient  and  steady-state  creep.  The  axial 
strain  versus  time  data  fit  well  a  logarithmic  function  which  provides  a 
limited  assessment  of  the  strain.  The  creep  strains  obtained  cannot  be  con¬ 
sidered  as  representative  due  to  the  limited  testing;  therefore,  they  are  not  com 
pared  with  other  creep  strain  data  obtained  by  other  investigators  that  have 
tested  rock  from  the  WIPP  site. 

46.  The  steady-state  strain  rates  ranging  from  2.64  x  10  ^  pin. /in.  s  1 
-12  -1 

to  6.2  x  10  pin. /in.  s  are  considered  reasonable  for  the  anhydrite.  Indi¬ 
cations  are  that  the  strain  rate  decreases  with  increased  confining  pressure. 

For  those  specimens  tested  without  confining  pressures,  the  steady-state  strain 
rate  increases  with  increased  axial  load. 

47.  It  is  recommended  that  tria>  al  creep  testing  on  the  anhydrite  be  con- 

Q 

tinued  to  include  temperatures  to  10C  C,  axial  stress  differences  to  50  percent 
of  the  average  unconfined  compressive  strength  of  the  rock,  and  confining  pres¬ 
sures  of  about  6000  psi. 

48.  It  is  recommended  that  triaxial  creep  testing  be  initiated  on  selected 
grout.  To  our  knowledge,  no  creep  data  exist  on  the  types  of  grouts  that  would 
likely  be  used  for  repository  sealing.  Creep  test  experimental  limits  for 
grout  are  recommended  as  follows: 

Temperature:  24  _<  Specimen  <_  100  C 

Axial  Stress  Difference:  3,000  <_  £  11,000  psi 

Confining  Pressures:  1,000  <_  £  6,000  psi 


As  a  starting  recommendation  for  creep  testing  of  the  grout,  the  following 
tabulation  is  offered. 


Matrix  of  Tests  for  BCT-l-FF  Grout 
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Figure  2.  Axial  stress  versus  axial  strain  for  aluminum  bronze  cylinder 
obtained  using  bonded  strain  gauges  and  deformation  device, 
440,000-lbf  universal  testing  machine 
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Figure  4.  Creep  loading  frame;  springs  used  to  maintain  axial  load.  Triaxial 
base  platen  with  deformation  jacket,  specimen  and  loading  piston  in  place;  cham 

ber  portion  not  in  place 
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